Background: Echocardiographic follow-up after transcatheter aortic valve implantation (TAVI)includes calculation of effective orifice area (EOA). This requires accurate measurement of sub-valvular velocities, which are affected by left ventricular outflow tract (LVOT) size and sample volume position. Guidelines have been issued for calculating EOA in Edwards Sapien valves, but not for the Medtronic CoreValve. Since the CoreValve is wider at its inflow compared with the neo-annulus (aortic valve level), flow acceleration occurs at the inflow of the transcatheter valve and then again at neo-annular level. Sample volume positioning thus influences EOA. The aim of our study was to compare the effect of using inflow velocity-time integral (VTI) (measured 1cm below TAVI inflow struts) with neo-annular VTI (measured 1cm below aortic valve cusps) on calculated aortic EOA in patients receiving CoreValve TAVI. Methods: We studied 43 patients (mean age 79Ϯ8years, 21 male) after CoreValve implantation (16 patients recieved a 26mm valve, 22 patients a 29mm valve, and 5 patients a 31mm valve). All underwent transthoracic echocardiography 1 week after TAVI. Sub-valvular velocities at inflow and neo-annulus were measured using pulsedwave Doppler; peak aortic velocities were measured using continuous-wave Doppler. Results: Full CoreValve deployment was achieved in all patients. No patient had intra-valvular aortic regurgitation (AR) or more than mild paravalvular AR. Mean LVOT diameter was 28Ϯ2mm and peak post-valvular VTI was 39Ϯ11cm. Neo-annular VTI was significantly higher than inflow VTI (26Ϯ7cm vs. 17Ϯ5cm, pϽ0.001), so that calculated EOA was smaller using inflow VTI compared to VTI at the neo-annulus (2.8Ϯ1.0cm2 vs. 3.3Ϯ0.8cm2, pϽ0.001). Measurement of EOA in a similar cohort of fully-expanded but non-implanted valves would have been 4.7Ϯ0.5cm2: measurement of VTI at inflow thus underestimated neo-annular EOA by 40% while neo-annular VTI measures underestimated neo-annular EOA by 29% (pϽ0.001). Conclusions: Closest estimation of neo-annular valve area using CoreValve TAVI is achieved when sub-valvular velocities are measured within the valve, 1cm below the neo-annulus, as opposed to 1cm below the TAVI inflow struts.
washsington hospital center, Washington, USA Background: Decline in platelet count (DPC) is a strong independent predictor for adverse outcome in patients undergoing coronary intervention. We aimed to assess the incidence and prognostic significance of DPC after transcatheter aortic valve replacement (TAVR). Methods: The analysis included consecutive patients treated at our medical center with an Edwards SAPIEN or CoreValve. The population was divided according to the magnitude of DPC [(baseline platelet count -nadir platelet count) / baseline platelet count] into three groups: no/mild DPC (Ͻ25%), moderate DPC (Ն25-Յ50%), and severe DPC (Ն50%). Results: A total of 249 patients undergoing TAVR were included. The time to nadir in platelet count was a median of 2 days. No/mild DPC was observed in 6.7% of patients, moderate DPC in 56.5%, and severe DPC in 31.2%. The 3 groups had similar baseline characteristics. These groups did not differ in baseline platelet level but were different in their nadir platelet and hemoglobin levels. (Table) There was no significant difference in the distribution of DPC between transapical and transfemoral procedures (severe DPC: 39.7% vs. 27.3%, respectively, pϭ0.10). 30-day death rate, major vascular complication, bleeding events and 1-year death were all higher in the group with severe DPC. (Table) A value of 50% DPC after TAVR had 72% specificity and 68% sensitivity for predicting 30-day death. Baseline thrombocytopenia was associated with higher bleeding events (66.2% vs. 49.0%, pϭ0.046) but not with other clinical outcomes. In multivariable analysis, DPC (%) was the strongest correlate for death within 1-year (hazard ratio of 11.9, pϭ0.02). Conclusions: Severe DPC is common after TAVR procedures, occurring in about 1/3 of patients. Patients with severe DPC have high early mortality and lower long-term survival as a result of increased 1-month death. Such patients are at high risk and require further medical attention. Conclusions: This is the first comparison of two crossover closure techniques for vascular access management in transfemoral TAVI. In our center the radial CT for vascular access management is a safe and effective alternative to the femoral CT. TAVR) . We hypothesized that the dimensions of a circle around the nadir of the native valve cusps would predict whether the TAVR device was of adequate size to prevent aortic insufficiency (AI). Methods: 20 patients had rotational aortography during rapid pacing prior to TAVR with the Edwards-Sapien device. Images were analyzed in 3D and planar views. The annulus plane was retrospectively determined (Figure) at the nadir of the three contrast filled native valve cusps (L, R, N). The smallest circle encompassing the outer edge of the native cusps' nadir (CN) was compared to the modeled circular 23 or 26 mm prosthetic valve (V) implanted. The ratio of areas (V:CN) was plotted against 30d post TAVR echocardiographic AI (0ϭno AI, 1ϭtrace, 2ϭmild, 3ϭmoderate, 4ϭsevere AI). Results: All patients tolerated rapid pacing and root aortography prior to TAVR. The 3-D CT image was used to determine an ideal radiographic projection angle for implantation; the overlay on live fluoroscopy aided positioning of the TAVR. The ratio of V:CN was inversely correlated with echocardiographic AI (rϭ Ϫ0.685; pϽ0.01). 
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Rotational Aortography With CT Reconstruction Can Guide Transcatheter Aortic Valve Replacement And Predict Prosthetic Regurgitation
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